Background Technical errors during navigation-assisted bone tumor resection may occur by: (1) incorrect registration of images and corresponding anatomic points of bone sent to the navigation system; and (2) incorrect fusion of two or more images that have been transported to the navigation system. Questions/purposes We investigated new methods of navigation surgery to minimize technical errors during the registration and image fusion processes and specifically asked whether a navigated cannula probe would reduce unnecessary soft tissue dissection, and allow percutaneous registration and implantation of a reference base tracker in the margin of bone to be resected. Methods We performed direct MRI-guided navigation surgery without image fusion on a patient with osteosarcoma using absorbable pins as temporary implanted bone markers that prevent artifacts on MR images. Results Direct MRI-guided navigation surgery was possible using bone markers. A navigated cannula probe allowed percutaneous registration and a navigated bladeshaped probe provided a real-time check on the narrow osteotomy gap. The surgical procedure was facilitated by implantation of a reference base tracker on the margin of bone to be resected. Conclusions Our modified technique of MRI-guided navigation surgery for patients with a malignant bone tumor may reduce processing errors by increased accuracy and be helpful for joint preserving surgery.
Introduction
Computer-assisted navigation surgery has been widely used for patients with trauma [3, 8, 18] or those having joint arthroplasty [9, 11] or spine surgery [14] . Navigation also has been used for patients with malignant bone tumors for precise tumor resection and planned reconstruction presuming it will reduce local recurrence rates and enhance functional outcomes by saving adjacent joint and major neurovascular structures [1, 6, 7, 10, [15] [16] [17] . Navigationguided bone surgery requires registration to match the image to the patient's bone. Investigators have developed two registration methods; one uses temporarily implantable artificial bone markers [1, 5, 14] , and the other uses prominent anatomic points of bone [6, [15] [16] [17] .
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aforementioned devices are made of stainless steel or titanium, MR images cannot be used for navigation because the images are degraded and the artifacts prevent accurate interpretation. Therefore, CT often is used for registration and surgery. However, in musculoskeletal tumor surgery, the resection margins usually are determined by MRI rather than CT because MR images present more details of the reactive zone, which is not a bony destruction area but the location potentially affected by tumor. Therefore, MRI is essential for computer-assisted navigation surgery in patients with malignant bone tumors, combined with the CT images using the software provided with the navigation system. Three or four corresponding anatomic bone landmarks of the patients then can be established on the fused CT-MR images [16] [17] [18] .
Technical errors during navigation-assisted bone tumor resection may have been caused by two principal steps: (1) incorrect registration of images and corresponding points of bone sent to the navigation system; and (2) incorrect fusion of two or more images that have been transported to the navigation system. Although the diaphyses of the long bones such as the femur have no definitive anatomic landmarks, most malignant bone tumors are located in the metaphysis or epiphysis, which have appropriate landmarks for registration. However, registration using anatomic landmarks in the femoral meta-epiphyseal malignant bone tumor causes unnecessary extensive soft tissue dissection and possible tumor contamination.
To minimize technical errors during the registration and image fusion processes for a patient with osteosarcoma of the distal femur, we performed MRI-guided navigation surgery using absorbable pins as temporary implantable bone markers, which prevent artifacts on MR images.
Case Report
A 15-year-old girl was referred with right knee pain that had persisted for 2 months. She had difficulty bearing full weight and had severe tenderness on her right medial condylar area. There was no history of trauma, and the results of initial blood tests were within the normal range. Plain radiographs showed an osteolytic lesion in the medial femoral condyle with cortical destruction and periosteal reaction. The lesion extended to the juxtaarticular area of the epiphysis and metaphysis of the medial condyle, but the lateral condyle appeared intact on CT images ( Fig. 1A) . However, on MRI, the lesion extended more widely beyond midline to the lateral condyle ( Fig. 1B) . No metastases were observed on pulmonary CT and wholebody PET images.
A definitive diagnosis of an osteoblastic-type osteosarcoma was established by incisional biopsy. After two cycles of neoadjuvant chemotherapy, MR images showed the reactive zone of the tumor had decreased enough so we could save the lateral femoral condyle (Fig. 2 ). We planned limb salvage surgery with navigation-assisted unicondylar resection of the distal femur and reconstruction with a shaped osteoarticular allograft. We preoperatively marked the osteotomy sites on the femoral condyle on the MR images for precise resection without tumor contamination and to measure allograft reconstruction. These osteotomy The MR image showed wider involvement of the femoral condyle than the CT image. Therefore, the planned osteotomy sites were marked on the MR image for precise resection without tumor contamination. sites included the femoral shaft approximately 11.5 cm from the joint line proximally, the disarticulated medial condyle distally, and a tumor-free lateral condylar area laterally ( Fig. 1 ).
Before surgery but on the same day, under local anesthesia, three transcutaneous absorbable pins (OrthoSorb1; DePuy, Raynham, MA) were inserted in the distal femur away from the tumor (Fig. 2) , and one transcutaneous 0.8-mm Kirschner wire was inserted to determine the difference in MRI artifacts between the two materials. T2-weighted axial MR images (TR 1500 ms, TE 300 ms, 1-mm slice thickness) (3.0-T unit, Achieva; Philips, Einthoven, The Netherlands) of the corresponding region were obtained. Data sets were imported to the navigation system (Stryker Navigation, Kalamazoo, MI). The patient was taken to the operating room and given general anesthesia. We carefully draped a sterile field so as not to pull out inserted pins protruding through the skin. The conventional pointer probe could not be used in percutaneous registration because there was no central hole for inserting implanted bone markers and because the probe was too thick to fit in the saw kerf of the osteotomy. We therefore calibrated a cannula, blade-shaped probes, and conventional pointer probe ( Fig. 3A ) for real-time navigation surgery.
After the soft tissue dissection, we placed a dynamic reference base tracker on the femur approximately 1 cm distal to the proximal femoral osteotomy line (Fig. 3B ). We made small skin incisions over the inserted pins and drove the navigated cannula probe percutaneously to the bone surface. Each fiducial point, which was located at the pin center on the cortical surface of the femur, was registered to the corresponding point on MR images of the navigation system (Fig. 2) . The system software calculated the registration errors to be less than 1 mm for all points. The time for real-time navigation monitoring from fixation of the reference base tracker to three-point registration was approximately 10 minutes.
Intraoperatively, the imaginary surgical margin was checked three-dimensionally under the guidance of the navigation system ( Fig. 4A-D) by locating the pointer around the tumor (Fig. 4E ). The proximal osteotomy was first made just proximal to the dynamic reference base tracker and the distal tumor resection then was performed in a proximal to distal fashion (Fig. 5 ). When performing osteotomy of the intercondylar area, we intermittently stopped the saw and placed the blade-shaped navigation probe in the cutting plane to obtain three-dimensional confirmation of the location of the tip of the saw on the navigation images to ensure the osteotomy was performed according to the original plan without any surgical errors. The specimen was excised en bloc (Fig. 6A) . The femoral attachment of the anterior cruciate ligament was preserved along with the lateral collateral ligament and both menisci. The posterior cruciate and medial collateral ligaments were sacrificed together with the medial condyle of the femur.
An osteoarticular allograft was shaped to match the resected specimen as precisely as possible ( Fig. 6B ) and the skeletal reconstruction performed. The posterior cruciate and medial collateral ligaments were sutured to their corresponding sites of the ligament stumps on the allograft and the medial joint capsule was reconstructed with an allograft-patellar tendon.
The final histologic diagnosis was an osteosarcoma of the osteoblastic type and all resection margins (range, 1-4 cm) were free of tumor cells. Histologic mapping showed a response rate of 90% to neoadjuvant chemotherapy.
Postoperatively, the patient began ROM exercises 1 week after surgery. Four weeks after surgery, 105°fl exion and full extension were achieved and the patient began partial weightbearing walking with crutches. The third month after surgery, 120°flexion and full weightbearing were possible. The patient also received adjuvant chemotherapy. There were no postoperative complications, local recurrence, or distant metastasis during the 28-month followup. The patient walked well without walking assists. The followup plain radiographs showed a well-maintained medial femoral osteoarticular allograft (Fig. 7) . The mean Musculoskeletal Tumor Society [4] and Toronto Extremity Salvage Score [2] functional scores at last followup were 27 and 87%, respectively.
Discussion
Image-guided navigation surgery has been widely used for craniomaxillofacial surgery without artificial bone markers owing to accurate and direct image-to-patient registration. In orthopaedic oncology, anatomic bony landmarks typically have been registered using the paired-points method [10, [15] [16] [17] . Most primary bone tumors occur in the epiphysis or metaphysis where there are prominent landmarks, but using them for registration can result in additional exposure and potential tumor contamination. Furthermore, in older patients or those with pathologically altered bone structure, identification of anatomic landmarks and registration are relatively imprecise [14] . Therefore, implantable bone markers would be useful for precise registration during the computer-assisted navigation surgery, especially in the epiphysis or metaphysis involving malignant bone tumors. CT reveals the bone structure in more detail than MRI and allows more precise identification of anatomic bony landmarks. However, because the boundary of the tumor without definitive bony destruction is difficult to assess using CT images, MR images are necessary to more accurately assess the bone tumor margin. Therefore, fusion of CT-MR images is required for surgery, although there sometimes are errors in the fusion process that can be as large as 6 mm or greater [13, 15] .
In our patient, we fixed one absorbable transcutaneous pin to the diaphysis of the distal femur and two pins in the lateral condyle to avoid the muscular area so as not to cause tumor contamination. Consequently, we believe it is important to develop longer MRI bone marker pins. We could easily perform the registration process by inserting our navigated cannula probe percutaneously along the absorbable pin (Fig. 7C ), and we also could perform reregistration at any time during the operation if we did not remove the inserted markers. It is advantageous to use a bone marker rather than paired-point registration. A bone marker minimizes registration errors and facilitates the registration process without needing to expose the bony landmarks and without the risk of tumor contamination. Because the conventional pointer probes cannot be inserted in the narrow kerf from the bone saw, one could register the bone surface. A navigation diathermy electrode needle has been used as an alternative approach [15, 16] . We developed a blade-shaped probe equipped with a navigation tracker for the saw-cut space (Fig. 7D ).
Stiehl used a reference base tracker placed in retained bone to perform navigated TKA [12] . For bone tumor surgery, we believe it is better to place the reference base tracker in the resected bone during navigational monitoring while maintaining the initial registration with the tracker. If the reference tracker is placed in retained bone, navigational monitoring would not be possible after the proximal (ie, farthest from the joint) osteotomy, and the farthest osteotomy (ie, closest to the joint) should be performed first. However, this approach makes the neurovascular dissection more difficult. Alternatively with our technique with the proximal osteotomy performed first, the bone to be resected could be mobilized in any direction without disturbing the navigation system by fixing a dynamic reference base tracker to the resected bone (Fig. 4E ). The disadvantage of our technique is that it might increase the risk of tumor contamination, so we precisely planned the proximal osteotomy and then fixed the reference base tracker at the edge of the bone to be excised near the proximal osteotomy line (Fig. 7A) .
One unsolved problem is the difficulty of trimming the allograft to match the excised bone, and an accurate method is needed to facilitate allograft shaping according to the planned excision.
Our modified technique of MRI-guided navigation surgery for malignant bone tumors reduces processing errors and potentially allows more accurate resection based on the MRI findings while preserving a maximum amount of the normal joint and ensuring oncologic principles. To determine whether the approach actually reduces recurrences, however, one would have to have a large number of patients with adequate followup. 
